
Electrical Installation

• apply cable to the
enclosed cable plug to 
feed the system with
electricity, to get out 
the most important
signals and to connect
the torque-meter with
the PC for further
installation and 
monitoring purposes

Terminal Progam

TCU config

Quick Start Up Guide FxiS
valid for all configurations with 12 and 16 pole connec tors

please refer to the manual for enhanced features and addit ional installations

Mechanical Installation

• Perform mechanical installation
according installation instructions
described in the manual

• Take special care for free
distances between rotor and stotor

• Screws should be tightened
crosswise according
recommended torque value
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4.3.2.

1.

torque

serial interface

to PC
1 to 1 cable

see chapter 10 for more details see chapter 10 for more details see chapter 5.2 and 5.3  for more details
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see chapter 4.2 for more details


